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INTRODUCTION

Myelodysplastic syndromes (MDS) are hematopoietic stem
cell-originated disorders with high progression risk to
acute myeloid leukemia. Current diagnosis relies on inva-
sive bone marrow aspiration and cytogenetic testing,

RESULTS

Feature selection analysis using the Gain algorithm identi

fled eight key parameters, including two conventional he-
matological parameters (hemoglobin, HGB; platelet count,
PLT) and six leukocyte scatter plot-derived parameters

which are time-consuming, costly, and susceptible to inter-
ference from cytopenia caused by inflammation or immune
disorders. There Is an urgent need for a cost-effective,
rapid laboratory screening tool to differentiate MDS from
other cytopenia. This study aims to develop an MDS risk
prediction model using routine blood test parameters to
reduce unnecessary invasive procedures and improve
early screening.

(DIFF_NEU_Y, WNR _WBC X, DIFF LYM Y, DIFF WBC.Y,
DIFF_MON Y, DIFF_MON_Z). These parameters are ranked
In descending order of their Gain values, reflecting their re-
spective contributions to MDS risk prediction. The support
vector machine (SVM) demonstrated superior diagnostic
performance among tested algorithms.

In an independent validation set (27 MDS, 120 cytopenia,
110 healthy controls), the SVM model achieved 81.48% sen-
sitivity, 99.57% specificity, and an AUC of 0.98 for MDS
warning. This performance significantly surpassed the
Horiba-MDS scoring system (65% sensitivity, 90.6% speci-
ficity, AUC 0.841), showing clear advantages in differentiat-
Ing MDS from non-malignant cytopenias.

METHODS

This retrospective cohort study included 854 samples: 80
confirmed MDS patients, 412 cytopenia patients without MDS
morphological evidence, and 362 age-matched healthy con-
trols. All diagnoses followed international standards. Com-

Parameter Gain Ranking

plete blood count parameters were analyzed using the | Model | Sensitivty | Specificity | PPV | NPV
Dymind DH-800 serial hematology analyzer. Multiple machine d
learning algorithms (decision trees, random forests, XG-
Boost, SVM). Model performance was evaluated by AUC.

NN T77.78% 97.83% 80.77% 97.40%

SVM 81.48% 99.57% 95.65% 97.86%
DIFF WBC Y

RF 62.96% 99.57% 94.44% 95.82%

Dataset
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* Missing Value Handling DIFF_LYM_Y

* Diagnostic Information Matching Data Preprocess
* Data Deduplication

LG 62.96% 99.13% 89.47% 95.80%

DIFF NEU Y

ROC in Test set
O e

0.8

1

1

DIFF MON Z |
I

1

»0644 |

z I

X 1

72} f

WNR WBC X - 0.0480

= 1
Q |
N2 0.4 - !

ANOVA .
DIFF_MON Y—:| 0.0093 0.29 :
l 0.0 - :// ---- ROC curve (AUC = 0.9924)
. Stra.ti.ﬁed Sa.mp[ing Dataset | 0.0 0.1 0.2 0.3 0.4 0.5 0.0 02 0-14_ SpeCiﬁCi(t)f 0.8 o
) 1222?5?5'7597 Splitting Dymlnd DH-800CS
’ CONCLUSION
Feature e Z-score Standardization
Selection e AdaBoost, GBDT, RF, XGBoost, DT
We successfully developed an MDS screening model based
v on routine parameters from the Dymind DH-800 serial hema-
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celontion > Model Evaluation tology analyzer. The high specificity (99.57%) and good sen-

sitivity (81.48%) of the model support its feasibility as a clini -
cal warning tool. This digital solution enables efficient differ-
entiation of MDS from other cytopenias, promoting a shift
from Invasive to non-invasive screening paradigms.

* 5-Fold Cross-Validation
* GBDT, AdaBoost, XGBoost, DT, NN, SVM,
RandomForest, LR

e Confusion Matrix
* ROC curve



